We developed a quantitative assay for apolipoprotein Al (apo Al) in human serum, using a 'sandwich"-type enzyme-linked immunosorbent assay. Diluted serum samples were pipetted into the wells of polystyrene microtiter plates that had been previously coated with purified rabbit anti-human apo Al antibodies. Afterincubation for2 h and washing,antibodies conjugated to horseradish peroxidase (EC 1.11.1.7) were added and incubated for 2 h; after further washing, the bound enzyme was assayed by oxidation of o-phenylenediamine.
The ape Al was purified by ion-exchange chromatography (18) for use as primary standard and immunogen.
Its purity was established by electrophoresis in polyacrylamide gel (containing 8 mol of urea per liter) and sodium dodecyl sulfate; by immunodiffusion with antisera against apeproteins AT, All, B, Cl, Cifi, and E and albumin; and by amino acid analysis based on the reported composition of purified ape Al (19) . Antiserum to ape Al was raised in rabbits as previously described (12). We checked the specificity of the antiserum by immunodiffusion against apoproteins Al, All, B, CU, Cifi, and E and human albumin and noted a reaction against ape Al only. The extent of antibody cross reactivity with these antigens in the assay was also checked by constructing displacement curves with purified ape Al, All, B, Cm, and E and human albumin.
Affinity chromatography.
An ape Al-affinity column was prepared by covalently linking 10 mg of ape Al to 1 g of CNBr- then dialyzed this at 4#{176}C against sodium phosphate buffer (100 mmollL, pH 7.4) and mixed the dialysate with an equal volume of glycerol before storage in aliquots at -20 #{176}C.
Sample treatment.
Serum was collected after an overnight fast. Apo AT was quantifiedeitherin fresh serum or in serum stored at -20 #{176}C forlessthan three months (12). We 
Enzyme immunoassay.
Sodium phosphate buffer (10 mmolIL, pH 7.4) containing NaCl, 0.15 molJL, was used for coating, incubation, and washing. The coating buffer contained NaN3, 1 g/L, the assay buffer contained bovine serum albumin, 10 gIL, and the wash buffer contained Tween 20, 0.5 gIL, to reduce nonspecific binding (27,28). Pipet 110 L of isolated apo Al antibodies (15 g/mL) into each well of a polystyrene microtiter plate (Flat Bottom Micro ELISA plates M 129 B; Dynatech Lab Inc., Alexandria, VA 22234), excluding the outer rows to avoid edge effects (24). Seal the plates with sealing tape (Dynatech) and incubate for 3 h at 37 #{176}C, then overnight at 4#{176}C. Wash the plates with wash buffer three times, then shake them dry. To block any residual binding sites with albumin, further incubate each well for 1 h with 150 iL of assay buffer and wash as described above.
Dilute standard or serum samples 20 000-fold (we used a Microlab 1000 dilutor; Hamilton, Bonaduz, Switzerland), then pipet 100 iL of each into the wells of a precoated microtiter plate. Cover the plates and incubate at 37 #{176}C for 2 h. Aspirate the liquids from the wells and wash the wells five times, then pipet 100 jzL of peroxidase-antibody conjugate (diluted 7500-fold with the assay buffer) into each well. Again incubate the plates at 37 #{176}C for 2 h and then aspirate and wash as before.
Freshly prepare o-phenylenediamine dihydrochlonde substrate (Sigma Chemical Co., St. Louis, MO 63178), at 3 g/L in sodium phosphate citrate buffer (0.1 mol/L, pH 5.6) containing 0.2 g of H202 per liter. Pipet 100 zL of substrate into each well at timed intervals and let stand at room temperature in the dark. After 30 mm stopthe reaction by adding 100 L of2.5 mollL sulfuric acid(analytical grade; Merck, Darmstadt,F.R.G.)per well.Read the absorbanceof each wellat490 nm within2 h (we used a Chromo Scan ETA reader; Bio-Tek Instruments, Burlington, VT 05401). Prepare calibration curves from the appropriate dilutions of purified ape Al in the phosphate buffer containing 0.1 g of Apovax per liter and further dilute with the assay buffer. Plot absorbance against log ape Al concentration to generate a standard curve, from which the ape A! in serum is determined. We aliquot and store serum from normolipidemic donors at -20 #{176}C, for use as a suitable secondary standard and control (22).
Quantification of apo Al by immunonephelometry.
The light scattering produced by the antigen-antibody complex was measured in a manual laser nephelometer (PDQ; Hyland Div. Travenol Labs, Costa Mesa, CA 92626), according to a previous method (12), which we modified by diluting
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Optimizing Assay Conditions
The optimal coating concentration and conjugate dilution were determined by checker-board titration according to Voller et al. (28) . The horizontal rows of a microtiter plate were coated with 110 L of anti-apo Al antibodiesat concentrations between 0.5 and 20 gImL. After coating, the procedure was carried out at several conjugate dilutions (1000-to 20 000-fold) in the vertical rows ofthe microtiter plate. The bestcombinationofsensitivity and low zero-dose response was obtained at a coating concentration of 15 g of ape AT antibodies per milliliter and 7500-fold diluted antibody-peroxidase ( Figure 1) .
Kinetics of the Antigen-Antibody Reaction
We pipeted serum standards into wells of four precoated plates and incubated these at 37 #{176}C either for 30 mm, or 1, 2, or 4 h in a single step, or for 4 h at 37 #{176}C followed by 16 h at 4#{176}C. The rest of the assay was as described above. As Figure  2A shows, stable values were reached after 2 h at 37 #{176}C.
The kinetics of conjugate binding were similarly examined by incubating the plates with 7500-fold diluted conjugate for 30 min, or 1, 2, or 4 h at 37 #{176}C, or for 4 h at 37 #{176}C followed by an overnight incubation at 4 #{176}C. No true equilibrium was reached, but after 2 h at 37 #{176}C a calibration curve with a good assay range and sensitivity and low blank values was obtained ( Figure 2B ).
Effect of Sample Treatment
The calibration curves obtainedwith untreatedserum and with HDL freshlyisolated from plasma by sequential ultracentrifugation were parallel tothat ofpurified ape Al (Figure 3 ).
Serum and HDL were delipidated according to the procedure of Cham and Knowles (23), with a good recovery (92.4 ± 3.8%, n = 10),but serum delipidation did not influence 20 This indicates that all ape Al antigenic sites are accessible to titration in native serum.
IgO pghnL
Heating of the diluted samples, as well as other delipidation procedures, exposure to urea, guanidine hydrochloride or detergents, did not affect the immunological response of ape Al in serum.
Analytical Variables
This enzyme immunoassay can detect as little as 0.5 ng of ape Al, and has a working range of 1 to 14 ng ape Al. For samples diluted 20 000-fold this corresponds to ape AT concentrations in serum between 0.2 and 2.8 g/L. To investigate the specificity of the assay for ape Al, we constructed displacement curves with purified apelipeproteins Al, All, B, Cm, E, and human albumin. As Figure 3 shows, the extent of cross reactivity between these apoproteins and the anti-ape Al antibodies were 100.00, 0.19, 0.29, 0.05, 0.07, and 0.01%, respectively. We determined the precision of the assay by assaying six serum samples, with ape AT ranging from 0.62 to 1.96 g/L, 12 times on the same day, and by testing the same six samples on nine separate days. The results, summarized in Table 1 , indicate mean intra-and interassay CVs for the whole assay range are 3.9 and 7.8%, respectively.
To determine the accuracy of the assay, we measured ape Al in 100 serum samples, with ape Al concentrations between 0.5 and 2.2 g/L, both by immunonephelometry (x) and by the enzymic assay (y). The regression line between both techniques (y = 0.913 x + 0.104 g/L) has a correlation coefficient (r) of 0.939. To detennine whether one of the assays consistently yielded a higher ape Al concentration, we examined the data with a paired t-test; no statistically significant difference was found (p >0.05). We also evaluated the accuracy of the assay by using the admixture Using the technique of equi-disparate specimens, we calculated the percentage differences (± SD) between the observed and expected concentrations as -2.86 ± 1.57% and -6.25 ± 3.65%, respectively. Although Grannis were prepared by passage through a human ape Al-affinity column, whereas Koritnik and Rudel (13) used an immunosorbent column with glutaraldehydefixed normal monkey serum. The use of purified rabbit antibodies to human ape Al in both reaction steps increased the reproducibility of the assay and the comparability with immunonephelometry.
Loss of apeproteins was avoided through the use of bovine serum albumin in the two incubation steps (26) . The addition of the 'l'ween 20 detergent to the wash buffer, together with a second coating with albumin (37), decreased the intra-and interassay variability from 7.5 to 3.9% and from 12.1 to 7.8%, respectively. The precision of this assay is comparable with that of other immunological techniques for human apo Al (7) (8) (9) (10) (11) (12) and of the enzyme iminunoassay for monkey ape Al (13). The working range of 1 to 14 ng of ape Al is similar to that of the most sensitive radioimmunoassays [1 to 20 ng of human ape Al (7, 8) ]. The stability of the reagents is very good: the enzyme conjugate was kept for more than one year at -20 #{176}C without any loss of activity. Serum ape AT concentrations determined by the enzyme immunoassay compared well with concentrations measured by immunonephelometry. This agreement with an independent method supports our conclusions regarding the method's accuracy.
We tested several methods reported to maximize the exposure of the ape Al antigenic sites in serum (22) .
In contrast to the data from other techniques (7-12,22) and to the results for monkey ape Al (13), our assay detected all of ape AT in untreated serum. Neither delipidation, heat treatment, nor addition of denaturants or detergents could increase the response of the ape Al antigenic sites to the antisera we used. Using an ape Al-affinity column to isolate the anti-ape Al antibodies might account for the higher reactivity of serum ape Al in this assay (26).
In conclusion, the sandwich enzyme immunoassay for human ape Al offers the advantage of stable reagents and avoids the use of radioactivity. Its sensitivity is similar to that of radioimmunoassay; its selectivity, precision, and accuracy meet the requirements of a good immunological technique; and it provides results within one working day. We therefore proposeit as a valuable alternative to radioimmunoassay and expect it to be especially useful for the characterization and quantitation of lipeprotein subfractions. We plan to investigate the heterogeneity of lipeproteins and evaluate their clinical significance with this new assay.
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